@ Rocketmedical

Product Names: Thoracic Catheters - Straight Pull Through, Angled Pull Through, Straight Flared, Angled Flared
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use a suftable technique.

If using a pull through catheter, insert the catheter into the pleural space by creating a track in the chest wall to pass
mwmamd\m@myellwmwlddemdd\end\ux thread through the track in the chest wall
and pull the thoracic catheter into position so the drainage fenestrations remain inside the pleural space, or place forceps
drouiuhe:(orcnmxlonedu-adt.grlpmeydlowmouldedmdoldwnmandpulhtoposilon.hmmlheyellow
moulded end by cuting it off.
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4. Connect the catheter to the chest drainage collection device.
5. Secure the catheter to the chest using a fixation device or suitable suture technique.

6. Xeray the p:xluuwmzmecmposkhnold\eam
Disposal: This device, its accessorles and the consumables used with it, should be handled and disposed of in accordance with
policy of the healthcare setting and with regard to all applicable regulations, including but without limitation to, those pertaining
to human health & safety and care of the environment.



